Design and performance of a high-speed and low-noise preamplifier for SiPM* 
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Considering the R&D for upgrading the K? and p detectors in the Belle II experiment using a scintillator and 
silicon photomultiplier (SiPM), we designed a compact high-speed and low-noise preamplifier. The preamplifier 
demonstrated a good gain stability, bandwidth of 426 MHz, baseline noise level of o ~ 0.6 mV, dynamic range 
of up to 170 mV of the input signal amplitude, good time resolution of 20 ps, and it can be comprehensively 
applied to SiPMs. Adopting pole-zero-cancellation in the preamplifier reduces both the rise and fall times of 
the SiPM signal, which can significantly improve the time resolution and reduce the pile-up when using a large 
SiPM or an array of SiPMs. Various combinations of the preamplifier and several types of SiPMs demonstrated 
time resolutions better than 50 ps for most cases; when the number of detected photons was larger than 60, a 
time resolution of approximately 25 ps was achieved. 
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I. INTRODUCTION 


Detector technology with scintillation has been utilized in 
experiments for a long time, such as the ZnS in the Rutherford 
experiment. This technology is being rapidly developed, es- 
pecially considering the various inorganic scintillators, such 
as BGO, PWO, and LYSO, among others, as well as the new 
photon detector based on silicon [1, 2]. Detecting technolo- 
gies with scintillation and photomultipliers are comprehen- 
sively used in experiments for particle and nuclear physics. 
The Belle II experiment [3, 4], which is a super B factory and 
started its physics run in 2019, uses various photon detection 
technologies such as the time-of-propagation counter and the 
Aerogel ring-imaging Cherenkov detector for charged parti- 
cle identification, the electromagnetic calorimeter for high en- 
ergy photon detection, and the K? and muon detector (KLM) 
for identifications of K? and muon [5]. The KLM detector 
modules in the endcaps and the two inner-most layers of the 
barrel are based on a combination of an extruded scintillator 
and a wavelength-shifting fiber and silicon photomultiplier 
(SiPM), in contrast to the resistive plate chambers (RPCs) 
used in the Belle KLM. The new technology has demon- 
strated a good performance; however, the remaining 13 layers 
of the barrel KLM are still using the legacy RPCs from the 
Belle. As indicated in the Snowmass Whitepaper [6], Belle H 
is considering upgrading the KLM with all scintillator mod- 
ules, which contain approximately 38,000 readout channels. 
By utilizing the advantage of good timing from the scintilla- 
tor and SiPM, it is possible to measure the time-of-flight of 
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neutral hadrons, such as K? and the neutron. This is criti- 
cal for improving the K? identification and furthermore, for 
measuring the momentum of K? or the neutron. Meanwhile, 
the scheme of using the SiPM and plastic scintillation system 
to build a muon detector or a hadron calorimeter is also ex- 
pected to be used in the proposed Circular Electron Positron 
Collider (CEPC), which is a Higgs factory. [7, 8] 


The SiPM is a novel photodetector composed of parallel 
avalanche diodes that operate in the Geiger mode. It has sev- 
eral advantages, such as its small size, low operation voltage 
(Vop), excellent time resolution, and resistance to magnetic 
field interference. The SiPM is commonly used for scientific 
research, medical diagnosis, and biochemical detection [9— 
12]. The rise-time (Trise) of a signal from the SiPM is only 
within hundreds of pico-seconds; therefore, photon detection 
with SiPM can achieve a very good timing performance with 
an excellent front-end readout. A signal from the SiPM is 
always small and needs to be amplified at the front-end, and 
the timing performance is mainly constrained by the band- 
width and the noise level of the amplifier; this front-end read- 
out is called a preamplifier. Furthermore, as the photosen- 
sitive area of the SiPM increases, its dark counting rate sig- 
nificantly increases and becomes an issue for the design of 
the preamplifier. In practice, detectors in particle and nuclear 
physics experiments usually need to place hundreds or thou- 
sands of channels of front-end readout electronics in a small 
space. Thus, the preamplifier must be low-cost and compact 
for multi-channel integration. Certain commercial preampli- 
fiers for SiPM are available [13—15]; however, they typically 
have large volumes, complex circuits, and it is difficult to 
match the requirements of a high time resolution and high 
integration in a large-scale detector. 


Considering the R&D for the KLM upgrade in Belle II and 
the muon detector in CEPC, we designed a compact preampli- 
fier that operates for various SiPMs. This preamplifier has the 
advantages of a fast rise time, low noise level, low cost, and 


simple circuit form. In this study, we introduce the design and 
performance of this preamplifier, followed by the time reso- 
lution obtained from the combinations of the preamplifier and 
different types of SiPMs. 


Il. DESIGN OF THE PREAMPLIFIER 


Figure 1(a) presents the circuit diagram of a SiPM equiva- 
lent model [16-18], where Ca, Ra, and Rg indicate the capac- 
itance of the reverse-biased diode, resistance of the diode, and 
resistance of the quenching resistor; Cy is the parasitic capac- 
itance of Ay, and R; is the load resistance of SiPM. When the 
SiPM operating at Voy, Q = (Cat+Cq)(Vop — Vor) is related to 
its gain, Vər 1s its breakdown voltage. For a SiPM containing 
Npixel pixels, the total capacitance is Crot = Npixer - (Ca + 
C4). Figure 1(b) demonstrates the LTspice simulation [19] 
with parameters of $13360-6025PE [20] for a typical SiPM 
signal, which has a fast rise time Trise = Ra(Ca + Cq) and 
slow fall time 7T¢,1; that can be described as follows: 
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where ja = R Cirot and To = R,(Ca + Ca) are the fast 
and slow components of Tfal, respectively. When multiple 
SiPMs are combined in parallel for a large total photosensi- 
tive area, both Trise and 7¢,); Increase [21]. A large Trise iS a 
disadvantage for a good time resolution, and a large 7¢,); usu- 
ally causes pile-up in fetching a signal and increases the dead 
time of a detector. This is problematic for an ultra-high lumi- 
nosity experiment such as Belle II, which was designed for a 
luminosity of 0.8 x 10°° cm~2s~?. To reduce the long Tfal, 
we can use the pole zero cancellation (PZC) in the preampli- 
fier; the Trise 18 also reduced by PZC. 


Considering the requirements of a large bandwidth and low 
noise level, the operational amplifier chip LMH6629 from TI 
Company [22] was chosen to design the preamplifier. This 
chip has a voltage slew rate of 1600 V/s, an input voltage 
noise of 0.69 nV / V Hz, and a —3dB bandwidth of 900 MHz 
at a stable gain of +10 V/V. LMH6629 is sufficient for a 
significantly fast Trise of the SiPM signal. 


Figure 2(b) presents the principle diagram of the pream- 
plifier circuit. It adopts the form of negative feedback to im- 
prove the Trise of the output signal and the stability of the gain. 
For applications with multiple channels in the experiment, a 
power supply board for 8-channel parallel preamplifiers was 
designed, as shown in Fig. 2(c). The preamplifier units are 
directly inserted into the power supply board and connected 
to the SiPM readout boards through RF cables. This design 
can match different sizes of readout boards and various types 
of SiPMs, which increases the versatility of the preamplifier. 
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Fig. 1. Circuit diagram of the SiPM equivalent model [16] and out- 
put signal from the SiPM. The left plot demonstrates the equivalent 
model whereas the right plot presents the LTspice simulation with 
parameters of $13360-6025PE [20] for a typical SiPM signal, which 
consists of a fast rising edge and falling edge containing a fast com- 
ponent and a slow component. 


A. Bandwidth and noise 


The effect of electronic noise on the systematic timing per- 
formance is estimated by the following [23]: 


O; Onoise (2) 


~ dV /dt’ 


where Oyoise 1S the baseline noise level, and dV /dt is the volt- 
age slope of the rising edge of the signal. To achieve a Trise 
of approximately 1 ns, the bandwidth of the amplifier (fpw) 
should be approximately fgw = 0.35/Trise = 350 MHz. 
Thus, we set the amplifier gain to 26dB with Re = 1 kQ and 
Rg = 50 Q for the negative feedback, as shown in Fig. 2(a). 
According to the data manual of LMH6629 [22], we calcu- 
lated the bandwidth of the preamplifier to be 428 MHz. With 
a normal load resistance R, = 50 Q, the preamplifier has a 
current gain of 1050 V/A for the current signal output from 
the SiPM. 

The equivalent noise at the input of the preamplifier can be 
calculated according to Ref. [22] as follows: 


eni = \/e2 + (inRs)? + 4kT Rs + [tn (Re||Re)|? + 4kT (Re|| Re), 
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Fig. 2. (Color online) The compact preamplifier designed for a 
high time resolution. Plot (a) presents the schematic diagram of 
the preamplifier, and plot (b) presents an image of the bunch of 8- 
channel preamplifiers with a common power supply board. The ‘SIG 
IN’ connector is for the input signal from SiPM, and the ‘SIG OUT’ 
connector is for the output signal being amplified. The ‘HV’ pins 
are for the Vop for the SiPM operation. The inserted image in (b) 
presents the regulators at the bottom of the power supply board. 


where en and 2, are the intrinsic input voltage noise and in- 
trinsic current noise; k and 7’ are the Boltzman constant 
and temperature, respectively. LLMH6629 is an ultra-low 
noise operational amplifier with en = 0.69 nV/WHz and 
in = 2.6 pA/WHz. We calculated the equivalent noise to be 
eni = 1.41 nV/ V/ Hz. By integrating en; in the bandwidth, the 
noise level of the preamplifier baseline is Cnoise ~ 587 uV. 
Here, as well as hereiafter, o of the Gaussian function is used 
for a time resolution or a noise level. Via a simulation with 
LTspice [19], a —3 dB bandwidth of 417 MHz and noise level 
Of Onoise & 517 uV were obtained, which are consistent with 
the calculations. We also used the N5222B network analyzer 
to measure the frequency characteristics of the preamplifier 
ranging between 10 MHz-1 GHz, and obtained a —3 dB 
bandwidth of 426 MHz for small signals with 200 mVpp or 
240 MHz for large signals with 2 Vpp. 


In reality, to suppress the noise from the power supply and 
increase the reliability of the amplifier, we designed a four- 
layer structure PCB and placed all the components around the 
LMH6629 to shorten the connection. We also used the super- 
high power supply rejection ratio (PSRR), ultra-low noise 
positive regulator LT3045, and negative regulator LT3094 to 
reduce the ripple from the power supply, as shown in the in- 
serted image in Fig. 2(b). 


B. PZC to reduce the pile-up 


According to Eq. (1), the fast component of the falling edge 
7428" is mainly determined by the load resistance R,. For cer- 
tain SiPMs that have a high gain and are large, such as the 
Hamamatsu MPPC S13360-6025PE [24], the terminal capac- 
itance Crot is 1280 pF. If Rs = 50 Q, the eat iS approxi- 
mately 64 ns and the total Tta is significantly longer, which 
may lead to the pile-up in a detector using SiPM. 

Adding a PZC in the circuit of a preamplifier is a sufficient 
method for reducing the Tfa and avoiding the signal pile-up 
by attenuating the low-frequency components in the output 
signal. The PZC also reduces the Trise, which is useful for 
increasing the time resolution of the preamplifier according 
to Eq. (2). Figure 3(a) presents the implementation of the 
PZC in the preamplifier. The transfer function of the PZC in 
the frequency domain can be described as follows: 
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where Vmax 1s the maximum amplitude of the output signal 
from the preamplifier, 7 = RaCa, 7 = RiCi, and m2 = 
Rı RəC1/(Rı + Re). The signal reaches zero cancellation 
when 7; = Tẹ, thus the attenuation time of the output signal 
changes to Tə (Tə < T1). 

The LTspice simulation demonstrates that the output 
impedance after the PZC network is no longer a constant 50 Q 
and the signal amplitude is reduced. To compensate for the 
gain lost and ensure an output impedance of 50 Q, we can use 
a two-stage amplifier after the PZC, as shown in Fig. 3(a). To 
demonstrate the effect of PZC on the signal shape, we used 
DT5810B [25] to simulate SiPM signals with Trise ~ 3 ns and 
Tfal œŒ 50 ns and then input them to the designed preampli- 
fiers. We used the Tektronix MDO3024 oscilloscope to fetch 
the waveforms of the input and output signals of the pream- 
plifier, as shown in Fig. 3(b). The output signals without the 
PZC have nearly the same Trise and Tta as those of the in- 
put signals. The signals after the PZC without the two-stage 
amplifier are Trise ©% 1.2 ns and 74,3; œ 20 ns, which are sig- 
nificantly improved; however, their amplitudes are reduced. 
Compared to these signals, the signals from the preampli- 
fier with the two-stage amplifier after the PZC have nearly 
the same Trise and Tfal, and their amplitudes are significantly 
larger. The improvement of Trise 1s significantly useful for a 
good time resolution, and a short Tta] 1s important for avoid- 
ing the pile-up in a detector operation. 

Another test was conducted to study the effect of PZC on 
the pile-up. We used the ps-level laser MDL-PS-450 [26] as 
the light source, and tuned its frequency from 0.8 MHz to the 
maximum 20 MHz. Photons from the laser are detected by 
two SiPMs, which are connected in parallel to the preampli- 
fiers with or without the PZC. Figure 3(c) presents the signals 
displayed on the oscilloscope. The 7¢,); of signal from the 
preamplifier without the PZC is approximately 200 ns, and 
a pile-up appears when the laser operates at a frequency of 
approximately 2 MHz. When the PZC is implemented in the 
preamplifier, the Tfa1 reduces to approximately 5 ns, and there 
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Fig. 3. PZC implementation in the preamplifier and its effects on the signal shape and pile-up. Plot (a) presents the circuit of a one-stage or 
two-stage amplifier with the PZC, and plot (b) presents how the Trise and Tfa of the signals improved by the PZC in laboratory testing. Plot 
(c) presents the SiPM signals from a preamplifier with or without the PZC and are displayed on an oscilloscope in testing with photons from 
a pulsed laser [26], which operates at a frequency between 0.8 MHz—20 MHz. 


is no pile-up even when the laser is operating at a frequency 
of 20 MHz. This testing indicates that the PZC significantly 
reduces the pile-up in a high signal rate environment. 


HI. PERFORMANCE OF THE PREAMPLIFIER 


To apply this preamplifier in experiments, such as the pos- 
sible upgraded KLM in Belle H, we studied the performance 
characteristics of the preamplifier, including the stability of 
the gain, dynamic of the output signal, noise level, and mea- 
surement of a single photoelectron signal. Based on the per- 
formance, we then combined the preamplifier with the SiPM 
and studied their time resolutions. 


A. Linearity between input and output signals 


We set Re = 1 kQ and R} = 50 Q, as shown in Fig. 2, 
and calculated the gain of the preamplifier to be +21 V/V. 
We used DT5810B [25] to generate SiPM-like pulses with 
Trise = 1 ns and Tray) = 50 ns, and amplitudes ranging from 
2 mV-80 mV as the input signals to the preamplifier; the 
Tektronix MSOS58 oscilloscope was then used to measure the 
output signals to study the linearity of the preamplifier. An 
ideal and stable Gaussian distribution of the gains was ob- 
tained from these tests. Fitting the distribution with a Gaus- 
sian function yields a mean of 21 and o = 0.087 + 0.002, 
which demonstrates a good stability of the gain. To study the 
dynamics range of the preamplifier, the amplitudes of the in- 
put signals were extended from 80 mV to 200 mV. A good 
linear relationship was demonstrated between the input sig- 
nals from the generator and output signals from the amplifier 
in a wide dynamic range. When the supply voltage (Vbias) on 
the preamplifier increases from 2.5 V to 3.9 V, the maximum 


amplitude of the input signal can be increased from 90 mV to 
170 mV for the preamplifier to maintain the linearity of the 
gain, and the amplitude of the corresponding output signal in- 
creases from 0.9 V to 1.7 V. The gain of ~ 10 in these tests 
is owing to the impedance of 50 (2 in the oscilloscope. The 
full bandwidth and input impedance were set as 2 GHz and 
50 Q in the oscilloscope for these tests, respectively. 


B. Noise level of the baseline 


According to Eq. (2), the time resolution highly depends 
on the noise level of the output signal from the preampli- 
fier, which mainly depends on the preamplifier baseline and 
the noise from the SiPM. The MSO58 oscilloscope was used 
with the sample rate setting as 2 GHz to measure the base- 
line in a time interval of 3000 ns, and the amplitudes were 
projected on a one-dimensional histogram. The distribution 
was fit with a Gaussian function and ø was obtained as the 
noise level of the baseline. The noise level of the preampli- 
fier baseline measured without the SiPM was o = 302 uV. 
In this measurement, the input impedance of the oscilloscope 
was 50 Q, thus the real noise level of the preamplifier should 
be Onoise = 604 uV, which is consistent with the results of 
our calculation and simulation. We also measured the base- 
line noise levels of the preamplifier coupled to different types 
of SiPMs from the NDL(Beiing) Company [27, 28] and the 
Hamamatsu Company [24, 29], as listed in Table 1. These 
noise levels included noise from the SiPMs, and should be 
counted in the effect for the time resolution, as described 
in Eq. (2). As previously indicated, the noise levels shown 
in Table 1 are half of the real levels owing to the 50 Q in- 
put impedance of the oscilloscope. Generally, the baseline 
noise level increases as the terminal capacitance and Npixel 
increase. For a large SiPM, Vpixe) can be at the 10* level and 
the dark count rate can be at the MHz level, thus the baseline 
noise level is relatively high. 


C. Measurement of a single photoelectron 


A typical measurement with the SiPM is that of a single 
photoelectron peak spectrum, which can be used to determine 
the performance of the SiPM. Based on the gain and resolu- 
tion of a single photoelectron obtained from the spectrum, we 
can estimate the number of photoelectrons (or the number of 
fired SiPM pixels) in a measurement according to the pulse 
height of the signal. We measured the signal of a single pho- 
toelectron by combining an SiPM and the preamplifier for the 
basis of further measurements, such as the time resolution 
versus the number of photoelectrons. 

First, the measurements were performed with S13360- 
1325CS, $13360-1350CS, and $13360-1375CS, which have 
a common photosensitive area of 1.3 mm x 1.3 mm and dif- 
ferent pixel sizes of 25 um, 50 wm, and 75 um [24], respec- 
tively, as listed in Table 1. Figure 4(a) presents the pulse 
shapes of the single photoelectrons, for which Trise < 1 ns 
and the amplitudes are higher than 10 mV. Occasionally, the 


photosensitive area of the $13360-13* series was too small 
for photon collection in a detector. Our R&D for the KLM 
upgrade concludes the choice of a large SiPM and the combi- 
nation of multiple SiPMs for a good time resolution, such as 
that of the 13360-6025PE from Hamamatsu [20] with a pho- 
tosensitive area of 6.0 mm x 6.0 mm. Figure 4(b) presents an 
example of a single photoelectron signal from 13360-6025PE 
and the average of many signals, which are fetched by an os- 
cilloscope. We obtained Trise ~ 3 ns, which is larger than 
that obtained in previous tests for the small SiPMs owing to 
the large capacitance of 13360-6025PE. For a small gain am- 
plifier, the signal was able to obtain Trise ~ 2 ns in our tests. 
All the tests were conducted under a weak light. We also es- 
tablished an SiPM circuit model based on LTspice for 13360- 
6025PE and simulated a single photoelectron signal with a 
preamplifier or an ideal preamplifier. The results of the sim- 
ulations and those of the measured pulses were in very good 
agreement, as indicated in Fig. 4(b). 
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Fig. 4. Pulse shapes of single photoelectron signals from SiPMs with 
(a) a small photosensitive area of 1.3 mm x 1.3 mm or (b) large area 
of 6.0 mm x 6.0 mm. The tests were conducted under a weak light. 
Plot (a) demonstrates Trise < 1 ns and the different gains of the 
small SiPMs with different pixel sizes. In (b), the red curve indicates 
a typical single photoelectron signal and the black curve indicates 
the average of many signals fetched in the oscilloscope, while the 
blue (green) curve indicates the simulation of a single photoelectron 
signal from the LMH6629 (ideal) amplifier. 


TABLE 1. The parameters and the baseline noise levels of different types of SiPMs. Here, Npixe: and Ctot are the number of pixels and total 
capacitance of an SiPM, respectively. 


Model of the SiPM Pixel size (m7) Crot (pF) | Baseline noise (uV) 
7 


IV. TIME RESOLUTION ACHIEVED FROM THE 
COMBINATION OF THE PREAMPLIFIER AND SIPM 


Time resolution is one of the most important characteris- 
tic properties of certain detectors. For a scintillation detector 
using SiPM as the photosensor, the time resolution is deter- 
mined by the scintillator material, SiPM, and the front-end 
readout with the preamplifier. 

To determine the time resolution of the preamplifier, 
DT5810B was used to generate pulse signals with different 
amplitudes, which were then input into two parallel pream- 
plifiers. The Tektronix MSOS58 oscilloscope was used to dig- 
itize and save the waveforms of the output signals, and to de- 
termine the arrival time of an output signal via the constant- 
ratio timing (CFD) method in an offline data analysis of the 
waveform. We obtained a distribution of the time difference 
between the signals from the two parallel preamplifiers. By 
fitting the distribution with a Gaussian function, we obtained 
the standard deviation ø and considered o//2 as the time 
resolution of one preamplifier. The time resolution versus 
the amplitude of the input signal is shown in Fig. 5. With 
Trise = 2 ns being set for DT5810B, the time resolution of 
the preamplifier was approximately 20 ps for the input sig- 
nals with amplitudes larger than 20 mV, or 30 — 50 ps for 
the small input signals with amplitudes of 5-10 mV. Fig- 
ure 5(a) demonstrates that the time resolution worsens when 
Trise 1S Increased. As indicated in Sect. I B, PZC can reduce 
the Trise, Which is significantly useful for increasing the time 
resolution. We set Trise = 7.5 ns and compared the pream- 
plifiers with and without The PZC. Figure 5(b) presents their 
time resolutions versus the amplitude of the input signal. Al- 
though the amplitude of the output signal was reduced ow- 
ing to the PZC, Trise improved and a better time resolution 
was obtained. For example, when testing with input signals 
having an amplitude of 20 mV, the time resolution increased 
from 50 ps to 25 ps with the implementation of the PZC. 

We combined our preamplifier and the SiPM to determine 
the time resolution in photon detection. We used a ps level 
pulsed laser MDL-PS-450 [26] again as the light source, and 
the setup for testing and the time resolutions obtained are 
shown in Fig. 6. We used two SiPMs to detect the pho- 
tons from the laser; these two SiPMs were connected to two 
preamplifiers, as shown in Fig. 6(a). We measured the am- 
plitude and arrival time of the signals from the two detecting 
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Fig. 5. The time resolution versus the amplitude of the input sig- 
nals (a) at different Trise values of the input signals, or (b) with and 
without the PZC, for a comparison. The PZC is not applied for the 
measurements shown in (a), and the value of Trise of the input sig- 
nals in (b) is 7.5 ns. 


channels, and then determined the time resolution according 
to the distribution of their time difference. Typically, the time 
resolution highly depends on the number of detected photons. 
According to the amplitude of the measured signal and that 
of a single photoelectron signal described in Sect. I C, we 
can estimate the number of photons detected in the SiPM 
(the number of the fired pixels). We studied the time reso- 


lution with small SiPMs, such as the EQR10-11-1010 from 
NDL (Beijing) and the $13360-1350 from Hamamatsu, and 
found that they have nearly the same performance, as shown 
in Fig. 6(b). When approximately five photons were detected, 
their time resolutions were between 40 — 50 ps. As the num- 
ber of detected photons increased to > 40, the time resolution 
was approximately 25 ps. We also studied the time resolution 
with large SiPMs, such as the EQR15-11-6060 from NDL and 
the S$14160-6050 from Hamamatsu [29], both of which have 
a photosensitive area of 6.0 mm x 6.0 mm. When the num- 
ber of photons was larger than 60, the performances of the 
two SiPMs were similar, and their time resolutions were bet- 
ter than 25 ps, as shown in Fig. 6(b). When a small number 
of photons were detected, S14160-6050 demonstrated a bet- 
ter performance than EQR15-11-6060, which is owing to its 
advantages of a significantly lower dark count rate and higher 
gain. 


V. COMPARISON WITH SOME COMMERCIAL 
PREAMPLIFIERS 


We compared this preamplifier with other commercial 
preamplifiers for the SiPM, such as the Hamamatsu C12332- 
02 [13], NDL AMP-20-2 [14], and Cremat CR-Z-SiPM [15]. 


1. The commercial preamplifiers are one- or two-channel 
devices with a size of approximately 5 cm, 10 cm, or 
15 cm, whereas the array of the eight preamplifiers 
shown in Fig. 2(b) only has a length of approximately 
10 cm. According to the schematic diagram shown in 
Fig. 2(a), we can improve the design for significantly 
higher integration in the implementation of hundreds 
or thousands of SiPM channels in a large detector. 


2. According to the data manuals, C12332-02 has a band- 
width of 200 MHz at a gain of —20 V/V, and AMP-20- 
2 has a bandwidth of 350 MHz at a gain of —10 V/V. 
The testing demonstrates that our preamplifier has a 
bandwidth of approximately 426 MHz. The CR-Z- 
SiPM is a charge-sensitive preamplifier, which is not 
suitable for the amplification of a fast signal. 


3. Our preamplifier has an advantage in the noise level. 
The testing demonstrates that its baseline noise level is 
approximately 0.6 mV, which is nearly 80% of that of 
AMP-20-2. 


4. Figure 5 presents significantly good time resolutions of 
our preamplifier. 
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